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We demonstrate plasmon mapping of Ag nanostructures on graphite using scanning probe energy loss spectroscopy (SPELS) with a spatial
resolution of 100 nm. In SPELS, an STM tip is used as a localized source of ﬁeld-emitted electrons to probe the sample surface. The energy loss
spectrum of the backscattered electrons is measured to provide a chemical signature of the surface under the tip. We acquire three images
simultaneously with SPELS: i) constant-current ﬁeld-emission images, which provide topographical information; ii) backscattered electron images,
which display material contrast; and iii) SPELS images, where material-dependent features such as plasmons are mapped.
© 2015 The Japan Society of Applied Physics
W
hile scanning tunneling microscopy (STM) is an
excellent tool for elucidating surface topographic
and structural information with extraordinary de-
tail, it is generally unsuitable for elemental identiﬁcation
owing to the fact that scanning tunneling spectroscopy (STS)
probes valence electron states that are strongly perturbed by
the local chemical environment. Consequently, there is a
strong incentive to combine the high spatial resolution
oﬀered by STM with the type of spectroscopic informa-
tion available from Auger electron spectroscopy (AES) or
electron energy loss spectroscopy (EELS) measurements,
both of which can be initiated by electron impact. This can
be achieved by operating the STM in the ﬁeld-emission
regime to provide an highly localized source of primary elec-
trons with which to probe a surface while using an energy-
dispersive electron detector to measure the energies of the
resulting backscattered and=or secondary electrons. By
selecting an appropriate tip bias, it is possible to probe either
valence or core states in order to yield a deﬁnitive chemical
signature of the surface.
Spectroscopic measurements with a ﬁeld-emission scan-
ning probe microscope were ﬁrst reported by Reihl and
Gimzewski,1) who obtained single-point AES and EELS
spectra on oxidized silicon by using tip biases in the 500–
1000V range and tip–sample separations of several hundred
micrometers. Further measurements have been reported by
a number of groups on various surfaces such as graphite,
silicon, and gold, which agree well with corresponding
spectra measured using conventional AES and EELS.2–7)
Introducing angle-resolved measurements, Eves et al.4)
demonstrated that the angular distribution of the electrons
scattered from the tip–sample region is maximized in the
direction parallel to the sample surface owing to the strong
repulsive ﬁeld from the negatively biased tip. While the
number of electrons impinging the surface is maximized
directly below the tip apex, the number of backscattered
electrons escaping from the tip–sample region is reduced to
zero at the same position. As a consequence, the electrons
scattered from the sample to the detector originate from a
narrow annulus around the position of the STM tip.5) The
net eﬀect is that the spatial resolution of the backscattered=
secondary electron image is improved compared with that of
the corresponding ﬁeld-emission image. A best-case angle-
resolved spatial resolution of the order of 1–10 nm has been
estimated for a ﬁeld-emission measurement with a resolution
of 100 nm.5) The energy resolution reported to date is of the
order of 0.6 eV.5) This is within the energy range of plasmon
excitations and interband transitions, which can be used for
chemical identiﬁcation. Most previous studies have reported
single-point or area-averaged measurements, and there have
only been a few studies where spatially resolved maps
of energy loss features have been reported.8,9) Using a
retarding ﬁeld analyzer, Festy and Palmer8) spectroscopically
imaged the surface features on roughened silicon with a
sub-50-nm spatial resolution, indicating that it should be
possible to provide chemical analysis at these length scales.
More recently, Xu et al.9) used a toroidal detector to map
the plasmon loss features of Ag islands on graphite, clearly
demonstrating that the Ag islands could be chemically
distinguished from the graphite support, but with a limited
spatial resolution of 5 µm. Here, we demonstrate elemental
contrast in scanning probe energy loss spectroscopy (SPELS)
measurements with a spatial resolution of 100 nm by mapping
the plasmon response of Ag nanoislands on graphite.
The setup used for these measurements incorporates an
Omicron STM-1 scanning tunneling microscope and an elec-
tron energy loss spectrometer (LK Technologies), which are
housed in an ultrahigh vacuum (UHV) chamber with a base
pressure in the low 10−10mbar region. Electrons scattered
from the surface are collected by the spectrometer via a series
of electrostatic (Einzel) lenses, which are positioned ∼6 cm
away from the tip–sample junction and tilted at a polar angle
of 7° with respect to the sample surface plane. In the spec-
trometer, the electrons are energy-dispersed in a 127°
cylindrical sector analyzer onto a multichannel analyzer
(MCA). This detector allows for faster sampling of the energy
loss spectrum of the backscattered electrons compared with
the SPELS instrument used in previous studies,5,8,10) which
utilized a concentric hemispherical analyzer (CHA) and
channeltron. In order to minimize the stray electric ﬁelds
around the STM junction, the microscope has been modiﬁed
by incorporating additional electrostatic shielding around the
STM tip and the piezo scanner. To facilitate this, the internal
op-amp was removed and replaced with a variable gain op-
amp (DLPCA-200) located outside the UHV chamber. Highly
oriented pyrolytic graphite (HOPG) substrates were cleaved in
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air and introduced into UHV via a fast-entry loadlock. Silver
ﬁlms were thermally evaporated onto graphite from a Ta
foil crucible containing pieces of 99.99% purity wire. Thin
ﬁlms were deposited at room temperature and subsequently
annealed for 10min at 640 °C to produce large Ag islands
with dimensions on the order of hundreds of nanometers. The
sample temperature was measured with an infrared pyrometer
(Ircon Ultimax UX-20P). STM tips were fabricated from
0.25mm diameter polycrystalline W wire using a dc elec-
trochemical etch with 2M NaOH and rinsed with distilled
water. The tips were further treated in vacuum by direct
heating to remove tungsten oxide.11,12)
All measurements were conducted at room temperature.
The experimental procedure was as follows. The tip approach
to the sample was performed in the ﬁeld-emission regime
using a low ﬁeld-emission bias (VFE) and current setpoint
(IFE). The ﬁeld-emission current was measured at the sample
using a Keithley 485 picoammeter, while the ﬁeld-emission
bias was controlled via the STM controller (Nanonis). The tip
could be conditioned by sweeping VFE while the feedback
loop was disengaged (i.e., a constant tip–sample separation).
Voltage sweeps could also be used to record the dependence
of the ﬁeld-emission current on the bias in order to estimate
the tip emission radius using Fowler–Nordheim theory.13)
Field-emission images of the surface were obtained in con-
stant-current mode. In order to perform SPELS measure-
ments, the ﬁeld-emission bias and current were increased
until a backscattered electron signal was measured at the
electron detector. SPELS images were obtained by measuring
the energy loss spectrum at each point on a predeﬁned grid in
a procedure analogous to current imaging tunneling spec-
troscopy (CITS). After the SPELS measurements were com-
pleted, the tip was withdrawn from the surface, the micro-
scope was switched to operate in the STM mode, and the tip
reapproached so that topographic STM images could be
obtained for reference. The STM and ﬁeld-emission images
were processed and analyzed using WSxM14) and a Python-
based SPELS program. Energy loss spectra were recorded
over 500 bins (typically 14meV=bin). During processing,
the spectra were smoothed by summing the data over seven
neighboring bins. A Gaussian ﬁt was applied to the zero-loss
peak, which was then subtracted from the spectrum to yield
the plasmon loss peak. Another Gaussian ﬁt was then applied
to the plasmon loss peak, the mean value of which was used
to identify the plasmon energy. SPELS maps were prepared
by integrating the Gaussian ﬁts of the plasmon loss and zero-
loss peaks and normalizing the intensity of the loss peak with
respect to the elastic peak at each point on the grid map.
The morphology of an as-deposited Ag ﬁlm is shown in
Fig. 1(a). It consists of a continuous layer of metal particles
covering the graphite support. Based on STM measurements,
the ﬁlm was determined to have an average thickness of
around 40 nm. A SPELS measurement was performed using a
50 × 50 grid of points covering a 300 × 300 nm2 area of the
ﬁlm. For the SPELS measurement, the ﬁeld-emission bias
and current were VFE = 210V and IFE = 2.8 µA, respectively.
This resulted in a backscattered electron signal in the range
of 4–10 kcps at the electron energy analyzer. The tip was
positioned over each grid point for 1.5 s while the back-
scattered electrons were energy-dispersed and collected.
It was not possible to distinguish any elemental contrast in
the SPELS image of the as-deposited Ag ﬁlm as it was con-
tinuous. However, the total energy loss spectrum measured
over the grid is presented in Fig. 1(b) and shows the Ag
plasmon loss peak located at 3.7 eV, which is in good
agreement with previous studies.5,10) The energy window
used for the SPELS measurements was too narrow to observe
the graphite π plasmon loss peak at around 6 eV.4,15,16)
In order to produce a sample suitable for SPELS imaging
with elemental contrast, the Ag ﬁlm was annealed at 640 °C
for 10min. This resulted in large Ag nanoislands separated
by areas of bare graphite, such as the example shown in
the STM image in Fig. 2(a). The lateral dimensions of this
nanoisland are on the order of hundreds of nanometers, while
it is measured to be 330 ± 10 nm high by STM. Field-
emission images of the nanoisland, which were taken with
the same current setpoint as the STM image but using ﬁeld-
emission biases ranging from 30 to 70V, are presented
alongside the STM image in Fig. 2 for comparison. The Ag
nanoisland is reasonably well resolved at a low ﬁeld-emission
bias with an island height of 310 ± 45 nm measured at
VFE = 30V. It is also possible to resolve a 45-nm-high step
on the surface of the nanoisland in both Figs. 2(a) and 2(b).
However, the lateral and vertical resolutions decrease as
the ﬁeld-emission bias increases owing to the corresponding
increase in the tip–sample separation. This is indicated by the
change in the tip oﬀset, which is plotted for these STM and
ﬁeld-emission measurements in Fig. 2(e). If the tip–sample
separation during the STM measurements is assumed to be
(a)
(b)
Fig. 1. (a) 1 × 1 µm2 STM image of the as-deposited Ag ﬁlm taken with
V = 30mV and I = 800pA. (b) Energy loss spectrum measured from the as-
deposited Ag ﬁlm with SPELS using VFE = 210V and IFE = 2.8 µA. The
spectrum was obtained by integrating the data measured on a 50 × 50 grid of
points over a 300 × 300 nm2 area. The inset shows the Ag plasmon loss peak
located at 3.7 eV.
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around 1 nm, the tip–sample separation during the ﬁeld-
emission measurements can be estimated from Fig. 2(e). It
can be seen that the tip–sample separation increases steadily
from about 200 nm at VFE = 30V to between 700 and 800 nm
at VFE = 70V. It has previously been demonstrated that with
a sharp enough tip, it is possible to image monatomic steps in
the ﬁeld-emission mode.17,18) The beam width of the ﬁeld-
emitted electrons is given by Δx ∼ [(R + d) · d]1=2, where R
is the tip emission radius, and d is the tip–sample separa-
tion.17) The emission radius of the tip used in Fig. 2 was
estimated to be 160 ± 30 nm based on a Fowler–Nordheim
plot of the bias dependence of the ﬁeld-emission current. The
ﬁeld-emission bias and current setpoint used at the start of the
voltage sweep were VFE = 30V and IFE = 1 nA, respectively,
which from Fig. 2(e), corresponds to a tip–sample separation
of 200 ± 30 nm. As a result, the beam width of the ﬁeld-
emitted electrons in Fig. 2(b) is estimated to be 270 ± 30 nm.
An SPELS measurement was performed on the nanoisland
shown in Fig. 2 using a ﬁeld-emission bias of V = 148V and
a current setpoint of 5 µA, which resulted in a total back-
scattered signal measured at the spectrometer of 0.5–2 kcps.
Under these conditions, the tip–sample separation was about
650 nm. The same 2 × 2 µm2 area was imaged using a 40 ×
40 grid, so that each pixel represents an area of 50 × 50 nm2.
The tip was positioned over each grid point for 10 s while the
backscattered electrons were energy-dispersed and collected.
Figures 3(a) and 3(b) show the resultant ﬁeld-emission and
backscattered electron images of the Ag nanoisland. The
spatial resolution of the backscattered electron image is
comparable to that of the simultaneously acquired ﬁeld-
emission image. The total backscattered electron signal
measured when the tip was located over the Ag nanoisland
was found to be lower than that measured when the tip was
over the graphite, so that the Ag nanoisland appears darker
Fig. 2. Topographic images of a Ag nanoisland on graphite taken in both the tunneling and ﬁeld-emission regimes. (a) STM image taken with a current
setpoint of 1 nA and a bias voltage of 1V. The arrow highlights the position of a step on the surface of the nanoisland. (b–d) Field-emission images taken with
the same current setpoint (IFE = 1 nA) but with a tip bias of 30, 50, and 70V, respectively. Each image is composed of 256 × 256 points covering a 2 × 2 µm2
area and has been plane-corrected. (e) Plot of tip oﬀset as a function of the tip bias for diﬀerent STM and ﬁeld-emission measurements of the Ag nanoisland
shown. Red circles and black squares represent the tip position during two consecutive series of measurements taken in the same area.
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than the support in Fig. 3(b). A similar contrast eﬀect has
been recently reported in the near ﬁeld-emission scanning
electron microscopy (NFESEM) measurements of monatom-
ic Fe islands on W(110).19,20) The material dependence of
the low-energy electron reﬂectivity due to diﬀerences in the
electronic and crystalline structure is known from low-energy
electron microscopy measurements.21)
While the material contrast is evident in the backscattered
electron image, the SPELS measurement allows for un-
ambiguous material identiﬁcation by means of the energy
loss spectrum. In the present case, we focus on the Ag
plasmon loss feature at 3.7 eV. In Fig. 3(c), the backscattered
electron image is energy-ﬁltered to show the spatial distri-
bution of the normalized Ag plasmon loss feature across the
40 × 40 measurement grid. The Ag plasmon loss peak was
normalized to the zero-loss peak for each point on the grid.
Figure 3(c) shows clear contrast between the Ag nanoisland
and the graphite support. The relative intensity of the Ag
plasmon loss is as high as 34% on top of the Ag nanoisland
and decreases to below 17% over the graphite support. A
change in contrast is obtained within 1–2 pixels across the
island edge, giving a spatial resolution of 50–100 nm. The Ag
plasmon response measured when the tip is located over the
graphite may be caused by some residual Ag on the graphite,
or more likely, because some Ag was transferred to the tip
itself. The Ag plasmon response measured on top of the
nanoisland is the highest in the lower-left corner of Fig. 3(c),
which corresponds to the area of the nanoisland facing closest
towards the spectrometer.
In summary, we have performed SPELS measurements
using an STM and a cylindrical sector spectrometer. We have
demonstrated that by operating the STM in ﬁeld-emission
mode and detecting the energy of backscattered electrons, it
is possible to identify element-speciﬁc energy loss features,
in this case, Ag plasmons, which can be used to provide
compositional maps of nanostructures with a spatial reso-
lution of 100 nm. With reﬁnement of the tip and sample
preparation, it should be possible to reach a spatial resolution
on the order of 10 nm with SPELS. This opens up the
prospect of studying the size- and shape-dependent plasmon
response of Ag and Au nanostructures, analogous to the type
of spatially resolved EELS measurements that are currently
only performed using scanning transmission electron mi-
croscopy (STEM–EELS).
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Fig. 3. Simultaneously acquired ﬁeld-emission, backscattered electron,
and normalized plasmon loss images of the same Ag nanoisland on graphite.
Each image is composed of a 40 × 40 grid of points covering a 2 × 2 µm2
area. (a) Field-emission image taken with VFE = 148V and IFE = 5 µA. (b)
Backscattered electron image comprising the total electron signal measured
by the analyzer during a 5 s period while the tip is positioned over each grid
point. (c) Plasmon loss image obtained by normalizing the Ag plasmon loss
peak to the elastic peak at each grid point.
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